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INTRODUCTION 

It is the opinion of the writers that the shear 
strength of soil is an important consideration in 
foundation investigations, and that a means of 
obtaining usable shear strength data rapidly and easily 
should be developed. The usual laboratory methods of 
determining soil shear strength Involve the removal 
of samples from various depths in the field, their 
transportation to a soil mechanics laboratory, prep- 
aration of these samples for the tests desired, con- 
duction of the tests and compilation of results. This 
procedure may often prove to be relatively costly and 
time-consuming as well as at times rendering questionable 
results. The foregoing indicates a need for the 
development of some form of testing device which can be 
used in the field by the usual soil engineering staffs 
to supplement and, in some cases, replace laboratory 
shear tests. This function may be performed by 
penetrating the soil with a vane and rotating it, while 
the resistance to rotation is measured. The shear 
strength is then calculated from the maximum torsional 
moment , 

The purpose of this thesis is to (1) study and 
present a summary of previous investigations, by others, 
of vane testing equipment, and (2) utilizing the results 



- 2 - 



of previous investigations, to design and manufacture 
a light-weight, compact, easily operated vane testing 
device for quickly obtaining the shear strength of 
soils in situ, and with this equipment. to make such 
field investigations as time permitted. It should be 
stated here that the equipment mentioned is limited to 
use in relatively soft, fine-grained soils at depths of 
approximately thirty feet or less, and that it operates 
on a strain-controlled principle. 

It is not intended that the above-mentioned 
equipment be considered a panacea of soil shear testing 
devices, but rather that it be considered an additional, 
and possibly useful, tool to be used in conjunction with 
other soils tests. Nor is there any Intention in the 
following report to belittle the employment of currently 
accepted laboratory practices for determining soil jI- 
shear strength. On the other hand, an attempt is made 
by the writers to, as clearly as possibly, present the 
history and theory concerning, design, fabrication, and 
use of the particular vane testing equipment developed 
by them, as well as to Illustrate its practicability 
as compared to other shear testing apparatus. 

Due to time limitations it was not possible to 
proceed, as originally desired, with certain phases of 
development, such as experimentation with various vane 



shapes, etc.. However, this work, along with certain 
suggested improvements, are inclu(ied midei* "huggested 
Future Development and ptudlesj', herein. 

It is sincerely hoped that vane testing equipment, 
similar to that descrihed in this thesis, might prove 
to be of valuable assistance in the solution of soil 
mechanics problems encountered by soil; engineers and 
their staffs. 



PRELIMINARY Il'TVESTIGATIONS 
(A) PREVIOUS INVESTIGATIONS 

It was determined by the writers that as much 
Information as possible should be obtained from previous 
Investigations, The basis for this decision was two- 
fold, as Indicated below. 

The first, and main reason, for studying the 
work of others, was because of Insufficient time to 
start completely now Investigations on assumptions, 
theories, etc, for measuring the shear strength of soil 
with vane-type equipment. This study was made as 
carefully as possible In order to gather the proven 
theories and workable assumptions. As will be shown 
later, these assumptions were used by the writers to 
make It possible to complete their phase of the work. 

To reiterate, the purpose of this Investigation was, not 
to prove the worthiness of the vane testing equipment, 
but to develop a simple workable tool with certain 
limitations . 

Secondly, a study of those previous Investigations 
was made to provide a summary for easy review by future 
Investigators of applicable portions of certain past 
investigators' reports regarding this subject. It should 
be oolnted out that the summary of past Investigations 
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and the writers’ short investigations presented by this 
report do not cover all required or desirable phases of 
investigations of this equipment. Suggested possible 
additional investigations vrill be covered later, but 
it can be mentioned here that it is the feeling of the 
writers that the equipment developed by them may 
readily bo used, with minor alterations (see Design) 
in making these Investigations as well as in actually 
evaluating soil strength problems. 

The papers that will be summarized herein arc: 

(1) I. Evans and G. G. Sherratt, Array Operational 
Research Group, War Office, "A Simple and 
Convenient Instrument for Measuring The 
Shearing Resistance of Clay Soils", from the 
Journal of Scientific Instruments and Physics 
in Industry, Vol. 25, No. 12, December ,1948. 

(2) L. Cadling and S. Odonstad, "The Vane Borer, 

An Apparatus for Determining the Shear Strength 
of Clay Soils Directly in the Ground" from 
the Royal Swedish Geotechnical Institute 
Proceedings, No. 2, Stockholm, 1950.. 

(3) A.U. Skempton, "Vane Tests in the Alluvial 
Plain of the River Forth Near Grangemouth" 
from Geotochnique , Vol. I, No. 2 , December ,1948. 
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(1) Messrs. Evans' and Sherratts ' report: 

D osoriiptlon of Equipment : Those Investigators 

first developed a vane for field usOc The report 
deals mainly, however, with the adaptation of this 
vane to a "Miniature Vane" which measures the "comp- 
ressive strength" of a clay soil in the laboratory. A 
sketch of the instrument is shown in figure 1, The 
instrument is used as follows: "The vanes aro coated 

with a thin film of oil and then wound down into a 
cylinder containing the soil sample until the topmost 
edges are j-l inch below the surface. A torque is 
applied slowly and gradually increased in magnitude 
until the soil fails by plastic flow, indicated by a 
stationary reading of the pointer." 

Theory : Those investigators realized that the 
distribution of stress in the soil adjacent to the 
vanes is complicated. Rather than make a time-consuming 
analysis with the -orobable necessity of the use of many 
assumptions, they simplified the problem by making the 
overall assumption that failure takes place over the 
surfaces of the cylinder of revolution of the vanes. 

They then made calculations, based on this cylindrical 
surface of failure, for the shear strength. They found 
that the theoretical value exceeded the experimental 
value (unconfined compression tost) by about 7^. 
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Thls theoretical value howeveh did not take into 
consideration the ''adhesion hotween the soil and the 
stem to which the vanes arc attached" . When they 
considered this item, their theoretical and experi- 
mental values were very close. 

Results : Messrs. Evans and Sherratt discovered, 

, with the use of their laboratory instrument, that the 
torque required to produce shear failure in the samplo 
of clay had a straight-line relationship v/ith compress- 
ive strength. This clay was assumed to have an internal 
angle of friction of zero. Cohosionlcss materials, on 
the other hand, were found to have a torque compressive 
strength relationship other than linear. An analysis 
was made and it was determined that this relationship 
was of the second order. These investigators also 
studied the effect produced by varying the rate of 
application of torque. The largest variation was 
determined at the slower rates of application, i.c., 
above 3.5 degrees per second rotation the variation was 
slight. The speed selected was l/60 revolution per 
minute or 0.1 degree of rotation per second. 
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(2) Mcasrs. Cadllng and Odens tad report; 

Doscrlptlon of Equip ment ; This report is very 
comprehensive. It is highly recommended that any 
future investigators of this typo equipment read this 
report. A brief summary of the more general aspects 
of their work is presented heroin. These investigators 
developed two experimental apparatus. The first con- 
sisted of a vane of four thin rectangular wings welded 
to a shaft. This shaft extends upvrard through a bear- 
ing to a lover above a protractor table. A turning 
handle is mounted on tho protractor table. There is no 
physical connection between tho protractor and the 
shaft. At each end of the lover a spring balance is 
connected to tho turning handle. Tho angle of rotation 
is then measured by the protractor and the torque by 
the spring balances. 

The operation of the borer is as follows: 

"Tho borer is driven down into the ground by pressure 
or by ramming. (This consists of driving the casing 
and the vane at tho same time.) Before driving tho 
borer the turning handle, the uppermost coupling, and 
the parts attached to it are removed. In order to pro- 
tect the vane during driving it is lifted, so that the 
wings rest against tho lowermost coupling. 
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Whcn a tsoil layer to be tested Is reached, the parts 
which were removed are reassembled, and the vane is 
lowered to the testing position by pushing down the 
extension rod. The test is then carried out as 
follows. The turning handle is turned at such a speed 
that the rate of rotation of the lover is kept cons tout. 

« This rate is checked by moans of a vratch and the read- 
ings on the protractor. The forces indicated by the 
spring balances arc noted at certain definite time 
intervals, and when the maximum readings are recorded, 
the turning is stopped. If the remolded strength of the 
clay is to be measured, the turning handle is rotated 
much faster until the clay is completely remolded. The 
borer is then driven down to the depth where the ... ■ ; 
next tost is to bo performed, and the procedure is 
repeated. " 

The second Instrument was of a more refined 
nature using the same principles as the first 
instrument , 

Theory : These Investigators actually analyzed 
each assumption made. Their investigations include the 
following: 

(a) Shape of the surface of failure . The investi- 
gators dotcrralnod through actual visual observations, by 
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a unique method, that the surface of failure 
very closely 1 ‘eserabled a cylindrical surface, 

(b) Distribution of stresses . The results of the 
study are quoted herewith: "In shear test devices it is 
attempted to apply the stresses so that the stress 
distribution should be as uniform as possible, in order 
to avoid -orogressive failure of the sample. In a 
vane test progressive failure might be expected to start 
in front of the edge of each wing and to spread grad- 
ually across the whole surface of rupture. ... ,G-enerally 
the deformation in front of each wing seems to be 
somewhat larger than behind it. The contrary, l.e,, a 
deformation that is larger behind a wing can also be 
observed .Usually , however, the deformation seems to 

be comparatively uniform across the whole surface of 
rupture. Hence it may be concluded that the progressive 
character of failure seems to be slight and does not 
appreciably affect the tost results." 

(c) Rate of Rotation . Messrs. Cadling and Odenstad 
determined, like Messrs, Evans and Sherratt, that 0.1 
degree of rotation per second was the best rotation 
rate for accurate results. The selection of this par- 
ticular angular speed was due to the fact that it gave 
the sma.llest shear strength. (See writers "Theory" for 
expansion of this subject.) 
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(d) Lengt h of th e vane shaft . It was recognized 
that as the investigators drove their borer into the 
clay it disturbed the clay ahead of it and around its 
oeriraeter. It was believed that the disturbance 
caused by the vane was very slight due to the thinness 
of the v;lngs, (It might be noted here that Evans and 
Sherratt called these blades "vanes" and the above 
investigators called them "wings", with four wings 
assembled to make a "vane",) The disturbance caused by 
the casing, however, was considered to be of relatively 
large magnitude. By conducting tests, where different 
vane shafts were used, in which the vane was penetrated 
belovr the bottom of the casing, it was determined that 
a minimum length of five times the diameter of the 
boring should be used. 

(e) Number of wings . It was felt that the number of 
wings might have an effect on the maximum torsional 
moment, l.e., the shear strength measurement r If too 
fevr wings were used the stress distribution on the 
surface of rupture might not be as uniform as in the 
case of a vans having a great number of wings = On the 
other hand, a large number of wings would tend to 
disturb the soil more while being penetrated, resulting 
in a smaller torsional moment. A few tests were 
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conducted to Investigate this matter. It was 
determined that the four wing vane gave higher moments 
than the two wing vane. It was also found, and it is 
recognized intuitively, that the two wing vane in a 
strong soil tended to bend under the torsional moment. 
The four wing vane was therefore adopted by these 
investigators . 

(f) Vane Dimensions . These investigators realized 
that at the moment of "rupture" the stress distribution 
of the clay over the walls of the cylinder was fairly 
well known, for the state of stress and the state of 
strain at any instant was the same throughout. Such, 
however, was not the case at the end surfaces of the 
cylinder, for the state of strain varies from the center 
of the vane outward to its perimeter. The assumption 
was made^ however, that the stress distribution at 
these end surfaces was uniform. The investigators then 
proceeded to see what per cent of error this assumption 
produced. First it was determined that the error 
introduced was on the side of safety, (No explanation 



of this statement was made in the report.) 
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The writers of this paper have expanded on this point 
under "Theory"', Secondly, by varying the ratio 
H/D (H = height of vane and D = diameter or width of 
vane) they determined the magnitude of the error. 

Their findings were: 

H/D Rate of Error 

1 6,3 

2 3.6 

3 2.5 

These investigators further recognized that the larger 
the ratio of H/D the larger would be the torsional 
moment required to produce "rupture". Therefore, the 
design of the vane shaft would be affected, i.e., the 
diameter, Since the smallest possible vane shaft 
diameter was considered desirable to minimize the 
disturbance effects, the ratio of H/D = 2 was adopted. 

R esults , The general shape of a moment curve 
determined by the investigators is; 
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"The curve riaes with the angle of rotation, first 
rectllinearly , then gradually passing Into a curved 
shape, and finally reaching a maximum value (M max.), 
after which it falls. If the rotation is continued, 
the clay is remolded, and the curve asympototically 
approaches a minimum value (M remolded)." They then 
determined the angle of twist of the torsion system 
experimentally for different depths. The horizontal 
distance, then, between the angle of twist of the system, 
and the moment curve, represents the angle of rotation 
of the vane. This angle, as described by the investi- 
gators, bears a definite relation to the angle of 
shearing strain in the clay, and may be used in deter- 
mining the elastic qualities of the soil. 

The Investigators found that the vane strength 
values were in close agreement with the shear strength 
values calculated from eleven slides and one loading 
test. And that vane test results and unconfined com- 
pression test results seemed to agree at small depths, 
while the former exceeded the latter at great depths. 

Also that vane test results and "cone" test results 
were in fairly close agreement. 
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(3) Skompton Report ; 

Skerapton's equipment was developed on the 
basis of using it in conjunction with the normal type 
of boring operations in which samples are taken. The 

apparatus consists of a vane "attached to a rod of 

high tensile steel Jr inch in diameter which, at a 
distance of three feet above the vane, passes through a 
guide in which It can rotate freely. The top of the 
steel rod (vane shaft) then screws into a socket on ij- 
inch diameter tubing which extends up the borehole. At 
Intervals of about thirty feet along this tubing, guides 
are arranged to provide vertical ^alignment. A torsion 
head, twenty Inches in diameter, is attached to the top 
of the tubing, a thin wire passes around this head, 
then through a pulley fastened to a spring balance, 
and finally to a tennis net winder. By turning this 
winder, the torsion head, and hence the vane, is 
rotated; the tension in the wire is given by halving the 
spring balance reading. The rim of the torsion head is 
graduated in degrees and it is an easy matter to turn 
the winder at such a speed that the head rotates at 
a constant angular velocity." 

Theory . This Investigator used certain facts 
proven by previous investigators. However, certain new 
ideas were added by this paper. 
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All of these are briefly summarized here: 

(a) Length of vane shaft . 5 d (same as the 
Swedish report where d is diameter of boring). 

(b) Use of a "dummy rod" , to obtain friction in 
the system and frictional drag by the soil on the vane 
shaft, (This item was not mentioned in the Swedish 
report, but was considered by Evans and Sherratt). 

(c) Surface of rupture . "There is no reason to 
suppose that shear takes place along a cylindrical 
surface defined precisely by the radius of the vane. 

It must, therefore, be assumed that there is an 'effective 
diameter' equal to X * D, where X is a coefficient to 
be determined by calibration and D is the diameter of 
the vane". The value of X was found to be equal to 
1.05. 

(d) Rate of rotation . During the calibration 
tests mentioned above, various rates of rotation were 
tried, and similar rates of loading were used on 
unconfined compression tests on samples of the same 
material. It was found that the shear strength varied 
similarly in each type of test. The standard time of 
rotation, or loading, chosen was ten minutes. 
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Results , "The vane tests and unconfined comp- 
ression tests on undisturbed samples were in close 
agreement to a depth of forty five feet. At greater 
depths, the vane gave increasing strengths while the 
sample remained essentially constant. At all depths 
the remolded strengths as measured by the vane were 
approximately equal to the values obtained by comp- 
ression tests on remolded clay." 

Summary of previous Investigations . In order to 
select the assumptions and theories for which agree- 
ment existed among the three papers reviewed, the 
writers orepared a table of comparison (see Table 1). 
(B) THEORY 

As has been previously pointed out, most of the 
findings of the previous investigators were accepted 
and used in the particular investigations chosen by 
the writers of this thesis <. Those findings that were 
adopted are listed in subsequent paragraphs. In some 
cases these findings were expanded upon by methods 
chosen by the writers. 

Certain design criteria were required at the 
outset in order that a tentative design could be 
realized. These values, their derivation and the 
assumptions and theories used in the derivations are as 
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(1) Torsional Moment: To obtain an equation 

for this moment a knowledge of surface of rupture, 
strength of soil, stress distribution and vane dimen- 
sions Is required. 

The surface of rupture Is assumed to be a cylinder 
of the same diameter and height as the vane. It Is felt 
'that other Investigators have proved conclusively that 
the actual failure surface Is very close to that of a 
cylinder. 

Strength of soil: At the outset It was decided to 
develop an Instrument which could measure the shear 
strength of soft cohesive soils with a maximum shear 
strength of 1500 pounds per square foot. 

The Stress distribution Is assumed by the writers 
to be uniform over all surfaces of failure. It has 
been stated by previous Investigators that this assump- 
tion produces an error which Is on the side of safety. 

It Is Intended by the writers to prove that statement. 

If the Vane dimensions are taken at H/D equals 2, 
where H Is the height of vane and D the diameter, then 
the surface area over which the strength of the 
soil will tend to resist the torsional moment will be 
equal to 2 ttD^ + 
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Where the first term represents the cylinder vrall 
surface and the second the surface of the top and 
bottom which are circular, the moment required to 
overcome shear stress is: 

2 

(a) On the cylinder wall M, equals 2rrD • 3 • D 

2 

Where 3 equals shear strength resisting torsion- 
al moment and D/2 is the moment arm. 

Therefore = TT S 

(b) On the top and bottom surfaces the moment 
calculation is made more Gcompllcated by the 
fact that the moment arms vary from zero at the 
center of rotation to D/2 at the v^rall surface of 
the cylinder. The solution of this problem is 
more easily seen by the use of a sketch of a 
differential element as seen below. 
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o 

By constructing a wedge whose central angle d 6 = 1 
and nroduclng a differential element as seen crosshatched 
above, it is possible to obtain the total moment requir- 
ed to overcome the shear strength developed in the 
differential element. It is necessary to keep in mind 
that the unit stress is considered to be uniform from 
• 0 to D/2. 

M2 = A-X-S 
Let: 

I 

M 2 = Moment over a differential element 

A = Area of differential element (cross-hatched) 

X = Moment arm from center of rotation to center 
of differential element. 

S = Shear strength of soil 

Then : 



A = 



tr — 



dr • rd© 
r 



But : 



dr ■ rd0 '• r- S = dr • • d & • S 



d e = 1 = 



radians 



Let: M 2 = Total moment over a circular section 



ft 

Then: M 2 = 36 O / m'^ 2TT S / 



dr = 2TTS ff- 1 






o 3 



= 2 rr s 



8 



= TT 



D^ 
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The total moment (M) then for the entire cylindrical 
surface is: 

M = 2 . TTl? S + 7T d3 S 
12 

= 7/6TTd3 S 

It is Intended to limit the use of various size vanes 
to certain strength ranges of soil (see " Design ” ) . 

The three inch vane has been selected to be used for 
the maximum range of 1500 pounds per square foot. The 
maximum torsional moment is: 

M = 7/6 TT 3^. l^^OO = 1030 in. lbs. 

144 

It was stated by the Swedish report that the 
above moment based on uniform stress distribution gives 
results which are on the side of safety. 

This statement is verified below. 

If the unit shearing stress of the soil is now 
assumed to vary linearly from S at the perimeter to 
zero at the center of the top and bottom circular 
surfaces, and remains constant over the wall surfaces, 
the moment required to produce shear failure is 
develooed as follows ; 

Again the above sketch of the differential 
element should be referred to. 
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M2 = Area of the differential element X moment arm 
X the average shear stress across the element. 

Area = dr • rd9 
Moment Arm = r 

Shear stress; This stress is assumed to vary 
linearly from zero at the center to S at the 
perimeter of the circle. 



The above sketch represents this linear stress 



variation. And S represents the average stress 

across the differential element. 

.'.S' 2 S r 

D 

‘ mJ. = dr • rd 0-r-2Sr = 2Sr3 -dr-dG 

D D 

Total Moment over the circular area 
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Total Moment over entire surface = TTD-^ S + 2 TTD^ S 

IE 

= 9/87Td3 S 

It can also be shown that the constant represented 
by 9/8 T?' or 7/6 TT will vary depending on the type of 
stress distribution across the end surfaces and that 
all types of stress distribution produce constants 
vfhich are less then 7/6 Tf * 

The resulting shear strength, therefore, from a 
measured torsional moment will always yield the 
smallest value by using 7/6TTas the constant. This 
can be seen analytically as follows: 

M = K d3 S 

Where K is a constant depending on the type 
of stress distribution. 

.'.S = M__ 

K 

K TArith the largest value will give the smallest 
value for the shearing strength. This is on the 
side of safety. 

(2) Vane Dimensions; The value of H/D equals 2, 
indicated as the best by Cadling and Odenstad, has 
been selected for this design. Vane diameters of 3" 
and 4" will be fabricated. 
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(3) De^th of penetration of the vane: The 

depth of 5 d chosen by previous investigators is used. 

It is assuined that the maximum casing Inside diameter 
will be 6". The depth of penetration of the vane 
into undisturbed soil is then 30". 

(4) Rate of rotation: A value of 0.1 degree per 
' second is used. This value has proven to produce 

accurate results by previous Investigators. 

The section of the Swedish report dealing with 
rate of rotation has been given additional study by 
the writers, and is herewith expanded upon to further 
substantiate the use of the above rate of rotation. 

A study of all rotation produced during a vane 
test is necessary to analyze the problem. Since a 
vane test is accomplished by rotating the upper end 
of a shaft which end is some distance above the vane, 
there is considerable rotation in the shaft, espec- 
ially at the beginning of the test. Because of this 
twisting of the shaft, the Initial rate of rotation of 
the vane is less than the upper end of the shaft. The 
rate of rotation of the vane, however, increases during 
the last and most Important stage of the test until it 
equals the rate of rotation of the shaft. In order to 
investigate the effect of this nonuniform rate of strain. 



-27- 



several tests using various rates of rotation were 
made by Cadling and Odenstad, A study of their 
results yields the following type curve i 
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It was determined that at very low speeds the soil 
actually consolidated, and that as the speed was 
increased the torsional moment required to produce 
rupture decreased, portion a-b of the above curve. 
Greater speeds, however, produced higher torsional 
moments, from b to c, A minimum point was therefore 
observed. The angular velocity at this point (b) 
was 0.1 degree' per second. It is therefore seen that 
any other speed gives shear strength values which will 
be on the unsafe side. 

( 5 ) Total strain required to produce failure: It 

has been stated that the total rotation will Include 



'•,f 'I 
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the twist in the shaft and the rotation (or strain) 
of the vane in the soil. Calculation of the total 
angle of rotation for the limits of the vane equip- 
ment developed by the writers was necessary in the 
design of the equipment. The problem was approached 
in the following manner: 

(a) By assuming the required angular strain 
(rotation of vane) over the range of soil strengths 
from 0 to 1500 pounds per square foot, or more spec- 
ifically for the range of torsional moments corresponding 
to the above shear strengths, i.e. 0 to 1030 inch 
pounds. Tests conducted by previous investigators were 
used in making this assumption, 

(b) By calculating the twist in the shaft for 
the worst possible condition. This twist varies with 
the length of the shaft (depth of vane) and strength of 
soil (torsional moment). The worst possible condition 
is the maximum depth at the maximum soil strength. 

The angle of twist of a 30 foot shaft is 
computed as follows: 

0 = 82 Mt 1 

■T ( 

0 = angle of twist 

1 = length of shaft =30 X 12 = 36O" 
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G- = modulus of elasticity in shear=4 X 10^ 

M^= torsional moment 
d^= outside diameter 
dj^= inside diameter 
0 = (12) (1030) (30 X 12) 

(3.14) [(1.315)^ ^ (1.049)5 X 4 X 10^ 

0.532 radians 
= 30.4 degrees 

(c) By then combining the rotation of the vane 
and twist of the shaft to obtain the total rotation as 
follows: (See Figure 4). Assuming a depth of 30 
feet, the twist of the shaft was plotted with degrees 
of rotation versus torsional moment. The rotation of 
the vane curve was plotted using the same coordinate 
system based on the assumption that low strength soils 
undergo large strains before failing in shear due to 
their high plasticity and that, as the soil strengths 
increases, the amount of strain preceding failure 
decreases. It vras felt that this variation was not 
linear (see curve). The ordinates of the rotation of 
vane and twist in shaft curves arc added to provide 
the total rotation curve. From the latter curve it can 
be seen that the largest angle of rotation is about 
4l degrees. To allow for additional slippage and 
rotation beyond the point of failure a total angular 
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rotation for design of 45 degrees was chosen. 

(C) DETERMINATION OF SHEAR STRENGTH 

Prom section (B) Theory it was determined 
that the shear strength of the soil was: 

S = jK 

K d3 

'ihere : S = Shear strength 

M = Torsional moment at shear failure in 
inch-pounds 

D = Diameter of Vane in inches 
K = Constant depending on stress distribution 
assumption . 

Now let: K]_ 

r = ^2, ^3, ^4, etc, 

K d3 

Where: = Constant to convert appropriate 

units to feet. 

'^4> = Constants for various size 

vanes i.e, C 2 = Constant for 
2" vane, where 2" is the 
diameter of the vane. 

= M( Appropriate Constant) = Lbs./Sq.Ft. 



Then: 



S 






./ 



-32- 



Evaluatlon of Constanta; 

C 2 = . . = 4.93 

7/6 tt(2-^) 

C3 = = 1.455 

7/6TT(3^) 

C 4 = l44 = o.6l4 

7/6 TT (43) 

(D) COMCLIJSIONS 

The theories developed and assumptions which 
wore oroven by previous investigations to be satis- 
factory have been accepted and used by the writers of 
this thesis. Certain statements concerning assumptions 
and theories have been expanded upon by the writers. 

A summary of these items is as follows: 

1. That the surface of rupture is a cylinder 
with the same height and diameter as the vane. 

2. That the distribution of stresses is 
uniform over all surfaces, 

3 . The rate of rotation should be 0.1 degree 
per second, 

4. That the vane should be penetrated 30 Inches 
into undisturbed soil, 

5. That the number of wings or blades on the 



vane should be four, and rectangular in shape. 
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6. That the ratio of height to dioraetcr of 
the vane should be two. 

In addition to the above-mentioned items it was 
felt that a dummy rod should be used to ascertain the 
amount of friction in the system and adhesion between 
the vane shaft and the soil, or, in other words to 
'obtain a tare reading. Although diammy rods were not 
used by all investigators whose reports were studied 
by the writers, it is considered important to use a 
tare reading value in shear strength calculations, 
particularly when some of these readings represent 
a substantial percentage of the gross reading. 
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design 

(A) DESIGN CRITERIA 

The following criteria were used by the writers 
in designing the vane testing equipment; for a dis- 
cussion of assumptions, and computations upon which 
these criteria are based, see " preliminary Investigations . 
Theory " ; 

(1) Maximum torsional moment to produce rupture- 
1030 in, lbs o (based on maximum shear strength 
of 1500 lbs«/'sq.ft. and 3”vane) 

(2) Vane dimensions (H = height = 2) — 3" x 6" and 

D width 4" X 8" 

(3) Depth of vane shaft penetration into undis- 
turbed soil (Including vane) — 30 inches 

(4) Rate of rotation — Od*^ / sec (or 6® / min.) 

(5) Total strain (twist of pipe shaft and 
rotation of vane) to produce failure — 45° 

(B) DESIGN OF COMPONENT PARTS 

(1) Vane and Shaft — Since the vane is the shear- 
ing device and its size and shape determine 
the shearing surface, little deviation was 
made in its design from that of previous 
Investigators. The 3" vane is formed by 
interlocking two 3" x 6" x 1/8" cold-rolled 
steel plates, (half-slotted with the long 
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dlmcnslon), thrusting the Interlocked plates into 
a slotted l-^-" diameter solid steel shaft 5" long, 
and tack braising the aaserablcd vane and shaft at 
the Intersection of the vane plates, and at the 
shaft and vane connection. The solid shaft Is 
then butted up to a section of 1" aluminum pipe 
{design described later) and coupled to It by 
means of a standard olpe coupling. This section 
of pipe Is topped by a 1" female air hose quick 
coupling (also described later), A drawing of 
this vane and shaft assembly, which Is 36 " long 
Including the vane, Is shown by Figure 5 and 
Figure 5 — A. 

(2) Pipe — In the design of a shaft to transmit the 
torsional moment from the vane to the measuring 
apparatus, it was necossa.ry to compute the working 
shear stress which would be produced In the pipe 
shaft by the maximum torsional (twisting) moment 
in order that a suitable pipe size and material 
might bo selectedc. Since a hollow pipe, rather 
than a solid shaft, vras considered most practical 
because of its lower weight for the same strength, 
the following computations were made based on 
1" pipe: 
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S = Max< shear stress (unknown) 

M = Maxo torsional moment (in. -lbs.) = 1030 in. lbs. 
d^= outside diameter 1" pipe (Inches) = 1»315” 
dj_= inside diameter 1” pipe (Inches) = 1.049'i 



S = ( 16 ) U030_) = 5250 p.s.l. 

(3,14) ( 1 . 315 )^ ( 1 - ( 1.049 )^ 

^ (1.315)^ 

The following was provided by tables in various 
handbooks ; 



Type of Material 


Norn, 


Wt. /f t. 


Allowable 


Actual 




Size 






Shear 
Stress 
(p.s.l. ) 


Working 
Stress 
(p.s.i. ) 


Gal. steel (ASTM 
120) pipe 


1" 


1.68 


lbs . 


10,800 


9,260 


Aluminum ( 6 IST- 6 ) 
pipe 


1“ 


.58 


lbs . 


30,000 


9,260 


Aluminum (round 
tubing 24 s-T) 


1" 


0 I 75 


lbs . 


41,000 


35,100 
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Tho 1 " galvanized steel pipe would have had 
sufficient shear strength, but 1" aluminum pipe 
vras finally selected because of its lighter v/oight 
for the same size and consequent ease in handling. 
Although aluminum tubing is oven lighter, its 
use was rejected because of f9,brl cation diffi- 
culties expected from its usei 

(3) Couplings — At first it was decided to use 
standard pipo couplings to Join the various 
sections of pipe, but, because of expected 
excessive wear of the aluminum pipe from wrench 
action and time involved in the use of ordinary 
couplings, it was determined that air hose quick 
couplings be used. These offered the advantage 
that the lelpc oould then bo quickly coupled and 
uncoupled by hand, v/hlch was originally considered 
particularly desirable when moving from one hole to 
another previously-prepared hole or when using the 
dummy (tare) rod alternately with the vane. 

Another advantage is that the pipe can be turned 
up tightly in this type of coupling which, along 
with positive coupling-to-coupling contact, practi- 
cally eliminates twisting losses at the couplings. 
With standard couplings, the pipe sections must 
be butted against each other in the coupling to 



1 
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provent turning when a torsional moment is applied, 
which would make the coupling process long and 
tedious. Pins may he used with standard couplings, 
but their use would necessitate an extra step in 
the coupling process. A hinged detachable joint 
with a sliding collar for rigidity was also con- 
sidered, but was abandoned because of the necessity 
for special manufacturing of a non-standard hinge 
and because. of expected difficulties in joining steel 
to aluminum. A cross-section of a typical coupling 
and pine connection used in this thesis is provided 
by Figure 5 and Figure 5 — B. The ability of the 
quick couplings to withstand the maximum torsional 
moment was determined by testing two sets of 3/^" 
air hose quick couplings in a torsion machine at 
a load of 2000 inch lbs. 

(4) Bearing, Bearing Plate, and Shaft — A means of 
centering the pipe shaft in auger holes or in drive 
pipe casings, and reducing friction to a minimum is 
afforded by a. flange type ball bearing mounted on 
a small plate. This bearing plate is attached, 
during a test, to the strain plate (described later) 
which is in turn mounted on a 10" long section of 
4" drive pipe (described later). A solid shaft is 
held in the bearing race by a self-locking collar. 






I 
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At the top of this shaft a large hex nut is screv/cd 
on to a stud v;hlch has boon sorewed Into a drilled 
and taoped hole. This shaft is coupled at its 
loner end to a short piece of 1" wrought iron pipe 
capoed by an air hos - quick coupling. This coup- 
ling, which is used to join the vane and shaft 
assembly to the measuring device assembly, is 
approximately at ground level for uncased holes, and 
at the too of the casing for cased holes. Details 
of the bearing assembly are shown in Figure 5 
and Figure 5 — F, 

( 5 ) Modification of Torque Wrench — Several means of 
measuring the amount of torque applied to produce 
strain and shear were considered. The use of a 
torque wheel of approximately 20" diameter, rotated 
by gears through a worm gear arrangement by means of 
a hand-crank, was given some thought. However, a 
light-weight wheel of the desired size was not 
readily available in standard stocks. Also, the 
torque wheel assembly necessitated the use of a 
spring ba.lanco, or some similar device, to measure 
the applied torque. The writers were unable to 
find locally a suitable corara eric ally -produced 
balance which would provide the sensitivity desired 




m 












m 













n.nd still cov r the range renuirod. Hence the use 
of a torque wheel vras considered not feasible . 

Instead it was decided to raouify . torque wrench to 
measure both oorsional moment and strain. The torque 
wench selected (see Figure 5 and 5 — E for details) 
is described as follovrs: 

(a) The vortical shaft portion of the torque 
wrench is connected through a square head to 
an ordinary wrench socket. 

(b) At the top of this shaft is mounted, as an 
Integral part of it, a lo|-" pointer which 
runs horizontally and terminates over a 
graduated scale at the free end of the torque 
wrench. 

(c) A heavy steel leaf type spring is attached at 
the vertical shaft Just below the pointer, 

It has the above-mentioned scale attached to 
it near its free end and its movement is 
separate from that of the pointer. 

(d) As a force is applied to the free end of the 
torque wrench spring, the spring bends as a 
cantillvcr and its displacement with respect 
to the pointer is a measure of the torque 
applied. 
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(c) Since the pointer is attached rigidly to the 
vortical shaft of the torque wrench, its 
moveraent is a direct indication of the rotat- 
ion of the shaft, and thus the vane. 

Although the torque 7/ronch, as pul^3hasod, had the 
desired capacity, its scale could not be road to the 
.required degree of accuracy. To overcome this 
shortcoming, an _ extensoracter vrith a 1" total plunger 
travel was used. Its dial casing is mounted on the 
spring portion of the torque vrrcnch and the plunger 
placed in contact with the pointer under no load 
conditions o When the torque wrench is operated, the 
extensometer dial registers the applied torque to 
about the nearest 1.2 in. lbs. It is not important 
to know the exact number of lbs. /sq.ft, represented 
by each unit on the dial since the torque wrench 
calibration curves, shown under " Preparation and 
Use of Equipment " , are sufficient for obtaining 
the final shear strength value for each test. 

In addition, a needle is attached to the pointer a 
short distance toward the vertical shaft end from 
the dial. Its movement over the protractor scale 
inscribed on the strain plate is a measure of the 
strain, i,o. rotation of the vane. 
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(6) Torque 'Vrrnch Carrying; Case — Because of the 
relatively fragile nature of the torque wrench, 
cxtcnsomctcr and strain needle, a carrying case 
was built for the toiquc wrench assembly. Details 
arc shown in Figure .3 — E. 

(7) Ready-bolt — A review of previous investigations 
indicated that the vane should be rotated at a 
constant speed of about 0.1*^pcr second (or 6* per 
minute). Any device to which a constant rate of 
rotation might be applied, such as a hand winch, 
would have been suitable. The v/-ritcrs chose to 

use a 3/^" diameter bolt with a thread pitch which 
provided for ten turns per inch of travel. This 
bolt is mounted in two stationary hex-nuts and is 
turned by means of a hand crank braised to it at 
its free end. The bolt, which is rounded at the 
forward end, is turned slowly by means of the crank 
and forced against a 1'' x 6" polished steel plate 
attached to the free end of the torque wrench. 

This action provides the force which produces the 
torsional moment in the vane shaft. The rate of 
rotation of the handle, considering the position of 
the applied force with respect to the center of the 
vane shaft, is one turn every four seconds. 



The relative ;> esition of the ready bolt is shovm 
in Figure 5. Details of its fabrication are 
rrovldod by Figure 5 — C, 

( 8 ) Strain Plate and Pipe Stand — A 19 " x I 6 " x 1/4“ 
aluminum plate, termed the strain plate, is mounted 
horizontally on the 10“ section of drive pipe 
mentioned in (4) above. The protractor scale 
inscribed on it is used, as indicated in (5) 
above, to measure the amount of strain produced by 
a given stress. In order to be sure that the length 
of this scale would be sufficient, three factors 
had to be considered; 

(a) The actual total rotation of the vane before 
shear occurred. 

(b) Lost motion in twisting due to taking up 
slack in the system (caused by loose joints 
or other connections). 

(c) The angle of twist of the aluminum shaft. 

The total rotation of the vane to produce shear was 
estimated <at about 45 degrees. Lost motion duo to 
possible non-positive conta.ct at joints was 
considered negligible. The angle of twist of the 
shaft was calculated for maximum depth and for the 
maximum torsional moment expected (see Preliminary 
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Invoatlgatlon^ > Theory ). Therefore, the strain 
Plate, and rco,dy-bolt v;crc designed on the basis 
of 45 degrees total shaft and. vane rotation. 

The strain Plate also serves as a base for the 
bearing plate and for the ready-bolt assembly. 

See Figure 5 a-nd 5 — D for details concerning this 
plate, 

(9) Base Plate and Anchors — To support the strain 
Plate and 4'' D pipe stand a 3 ' x 3' plyv/ood base is 
provided for auger holes, i.e. when the stand is 
not coupled to a drive pipe casing. The strain plate 
and pipe stand is connected to the base plate at a 
flange in the center of the latter. In order to 
keep the base plate from rotating duo to the force 
transmitted to it through the ready bolt assembly, 
strain plate and stand, round steel anchors are 
driven approxiraately 2' into the ground (usually 
by weight of one's body). Folding round steel 
handles are installed at two opposite edges of the 
base plate to facilitate moving the entire above- 
ground assembly and tools from one hole to another. 
For details of base plate fabrication see 
Figure 5 . 
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(10) Carrying Case — As stated in the purpose It 
was intended. to design a compact soil shear 
testing unit. A carrying case, which contains 
storage space for the strain plate and pipe stand 
torque wrench and case, ready bolt, all vanes, 
anchors, dummy vane, short pipe sections and 
'tools, was designed and manufactured as shown 

in Figure 6. 

(11) Dummy Vane — It is apparent that the results 
obtained from the vane alone cannot be used 
directly. Certain friction losses due to bind- 
ing of the shaft in the pipe, adherence of soil to 
the buried portion of the shaft, etc, have to be 
considered. Thus a dummy rod, which consists of 

a vane and shaft assembly minus the vane blades, 
was designed to be thrust into the soil (in con- 
junction vrlth vane tests) and rotated to obtain 
a tare reading v;hich.is subtracted from the vane 
test maximum reading. 
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(C) DESCRIPTIO'' OF COMPLETE EQUIPMENT 

(1) Drawings — A general layout of the 
equipment, ready for testing, Is provided 
by Figure 5. Details of Individual 
component parts are shown In Figures — 

5 A to F. Carrying case dimensions are 
given by Figure 6. 

(2) Bill of Materials — see Table 2. 

(3) principles of Operation — The vane test- 
ing equipment described In this thesis Is 
designed to operate as follows: (refer to 
Figure 5 ) : 

(a) The vane, which Is Imbedded 30" In 
undisturbed soil. Is rotated clock- 
wise In the soil by the action of 
the ready -bolt thrusting against the 
torque wrench. 

(b) The reaction of the soil against the 
vane blades produces a moment which 
resists (counter-clockwise) the vane 
turning moment . 

(c) This resisting moment Is transmitted 
through the vane shaft , pipe shaft 
and couplings to the torque wrench. 
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BILL OF MATEBIALS 



Quantity 


Unit 


Size 


It 2 m 


4 


B C[ c 1 o , 


1/8 " 


St el plate , cold -rolled 


l6 


inches 


l-^'' diameter 


Steel bar stock 


48 


ft, 


1" 


Aluminum pipe (6IST-6) 


H 

00 


ea» 


1" 


Air hose quick couplings, 
bronze, female. 


1 


ft. 


1" 


Pipe, wrought iron 


8 


ea,. 


1" 


Couplings, standard 


1 


ea., 


1 5/16" 


Bearing, ball, similar or 
equal to Fafnir Flangette 


1 


6a j 


3/4" X 1 3/^" 


Set screw 


1 


ca , 


3/411 


Hex units , semi-finished 


1 


ea. 




Socket , similar or equal 
to B & S 5-1240 


1 


ea^ 


0-100 ft. lbs. 


Torque Wrench, similar 
or equal to Bonney 0-100 


1 


0a q 


3/4 11 


Ready-bolt , 10 threads 
per inch. 


2 


eao 


3/41. 


Hex units , C.P, 


10 


ft. 


3/16" 


Cable , aircraft 


1 


ea. 


4" X 10" 


Pipe, drive, steel 


6 


ea. 


5/8" X l|-" 


Bolts, hex head 


2 


0a , 


CO 

H 


Clamps, cable 


1 


pc. 


3' X 3 ' X 3/4" 


Plywood 


1 


ea. 


411 


Flange , pipe 
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Br.L OF MATERIiiLS (con't) 

Q,uantlty Ur.lt Size Item 

13 ft, i-'- dia.ieter Rod. steel 



4 


es‘ u 


lu 


9 


sq.ft. 


1 — 1 


20 


sq.f t 0 


111 

2 


1 


ca. 


large 


1 


ea^ 


largo 


1 


ea. 


small 


1 


ea, 


small 


1 


Ga^ 




2 


Ga^ 




± 


qt. 





Pipe straps 

Plywood 

Plywood 

Hasp 

Hinges 

Hinges 

Hasp 

Handle , screen door typo 
Handles, trunk 
Paint, grey 




m 
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LIST 01 COMPONENT PARTS AND TOOLS 



Quantity Unit Size Item 



2 


ea, 


3"D 




1 


ea. 


4!'D 




1 


ea. 


l|-"D 




4 


lengths. 


. 6! 




1 


length 


3' 




1 


length 


2' 




1 


length 


1' 




1 


length 


6" 




1 


Gel o 






1 


ea. 






1 


ea. 


0-100 


ft. lbs 


1 


ea , 


3'X3'X3/4» 


1 


ea. 


4n 




1 


ea , 






1 


ea. 12"X18 


X 

0 


1 


ea. 






1 


ea. 






1 


ea , 






1 


ea^ 


b” 




1 


ea , 


411 





Vane and vane shaft 
Vane and vane shaft 
Dunr:’’ rod and shaft 
Aluminum pipe, 1'', V/'ith 
ooup Ling each end 
Aluminum pipe, 1”, v/lth 
coupling each end 
Aluminum pipe, 1" with 
coupling each end 
Aluminum pipe, 1", with 
coupling each end 
Aluminum pipe, 1" with 
coupling each end 
Bearing plate and shaft 
Strain plate and pipe stand 
Torque wrench with exten- 
someter and socket (all in 
plywood carrying case] 

Base Plate with four 
round anchor rods 
Coupling, standard (for use 
with casing) 

Ready holt assembly 
Carrying case, plywood 
Sling, cable 
Oil can 

Jack, car bumper 
Auger , soil, with pipe exten- 
sions 

Pipe wrench 



Miscellaneous tools such as orow bar, long-handled shovel, 
oilers, screwdriver, crescent wrench, socket wrench, hammer, 
and folding rule. 
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(d) The amount of torsional moment 
(stress) producing a certain strain 
is measured by the torque wrench 
extensoraeter dial as its plunger is 
pressed in by the torque wrench 
pointer. This measurement com- 
mences as soon as a torque is applied 
vrith the vane in a stationary position, 
and continues as the vane moves until 
the shearing process is complete. 

(e) As the pipe shaft twists, and as the 
vane rotates in the soil, the amount 
of strain is measured by the move- 
ment of the strain needle (attached to 
the pointer) with relation to the strain 
plate protractor scale. 

(f) To Tjrovide the required force to the 
torque wrench, and consequent torsio- 
nal moment to the vane , the ready- 
bolt is turned by means of its crank 
at a constant rate of one turn 
every four seconds until the shearing 
process is complete. Two positions 
of the ready-bolt bracket are made in 
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the strain plate in order to accomo- 
date the torque wrench in various 
starting positions e These positions 
are governed by the initial positions 
of the shaft when the vane is thrust 
into the soil, 

(D) CONCLUSIONS 

In general the mechanical operation of the vane 
testing equipment, as designed, -oroved satisfactory 
with minor exceptions. Certain recommendations for 
improvement in design as a result of these minor 
defects and in the interest of Increased efficiency are 
provided as follows : 

(1) The amount of coupling and uncoupling 
required in the field was considerably 
less than that contemplated in the design 
phase. Little trouble was encountered in 
lowering and raising sections up to fifteen 
feet in length in one operation. Because of 
the nature of the quick couplings, there was 
some tendency for the pipe shaft to buckle at 
the joints while pushing the vane into undis- 
turbed soil and during tests. 
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This tendency was lessened when using the vane 
In a 4" drive-pipe casing because of the 
centering guides placed on certain sections of 
the shaft. However, it is believed that in 
uncased holes, this buckling permitted the pipe 
shaft and centering guides to scrape along the 
hole during the test. This is not as serious as 
it may sound since dummy rod tests are subject to 
this same action, and therefore such friction 
losses would be reflected in the tare reading. 
Nevertheless, it is considered desirable to have 
as little buckling as possible, and it is there- 
fore recommended that standard pipe couplings be 
used in lieu of certain quick couplings. In the 
original design, all couplings were of the air 
hose quick coupling type. It is believed that 
better operation would result if two of the four 
6' lengths each be equipped with a standard coup- 
ling on one end and a quick coupling on the other, 
and the remaining Wo 6' lengths have standard 
couplings only. In addition to the 3'j 2’, 1', 
and 6” lengths now nrovided with quick coup- 
lings, duplicates of each of these lengths 
should be made up with a quick coupling on. one 
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end and a standard coupling on the other. The 
bearing, vane, and dummy shafts should retain 
quick couplings. These revisions can be accom- 
plished vfith the equipment used in this thesis, 
i.e. obtaining the 3', 2', 1' and 6" lengths from 
the spare 6' and 3' lengths and the quick coup- 
lings from those replaced by standard couplings. 
When working in the field, quick couplings should 
be used wherever numerous connections and dis- 
connections are expected. Standard couplings 
should be used whenever lengths are added which 
are expected to remain coupled during that test 
or series of tests. 

(2) Occasionally during testing it was necessary to 
continue movement of the torque wrench by hand 
(without the aid of the ready-bolt) when the 
limit of the ready-bolt travel had been reached. 
Usually this difficulty occurred when the initial 
torque wrench position did not match too well 
either of the two possible positions of the ready- 
bolt bracket. In order to overcome this problem 
it is suggested that the design of the strain 
plate provide for additional ready-bolt positions, 
continuation of the protractor scale, and 






cnlargcment of the strain plate itself. 

(3) The diameter of the vane shaft was, for the 
sake of simplicity, chosen to be the same 

as the pipe shaft. It is believed that this 
relatively large size (1,315") causes unnec- 
essarily high taro values and increased resist- 
ance to penetration when thrusting the vane into 
undisturbed soil by hand or Jack. Although the 
writers feel that this vane shaft size has little 
effect on the disturbance of the soil at the 
depth of the vane, particularly with the vane 
shaft being tapered at the junction of shaft and 
vane, the force required to Jack this large shaft 
into the soil may well cause more disturbance than 
if a smaller shaft were used. In view of the 
above, the use of a smaller diameter (■§:") high 
tensile steel vane shaft, in lieu of the shaft 
as designed herein, is suggested. 

(4) The 3" vane is recommended for use in soils, the 
shear strength of which is expected to vary 
considerably with depth, and when operating in 

a drive pipe casing. With this vane relatively 
accurate measurements of shear strength from 
0 to 1000 lbs. /sq.ft, (considering tare deduct- 
ions) are possible. 
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The vane is recomraonded for soils kno\i^n to 
have a shear strength less than 450 lbs ./sq.ft. 
It will provide a higher degree of sensitivity 
than the 3" vane in the 0 to 450 lba./sq,ft. 
range. Although not used in this thesis, a 
2"wide X 4" high vane is recommended for use 
in soils for the shear strength range 1000 - 
3300 lbs. /sq.ft. Because of the lesser force 
required to turn this vane in soil as compared 
with the 3" size (varies Inversely as the cube 
of the 2" and 3” dimension) it may bo used in 
soils of higher shear strength without exceeding 
the capacity of the torque wrench and dial. 
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fabrication 

The fabrication and design phases of the work 
went hand in hand. As fabrication difficulties were 
encountered, changes in design wore made accordingly. 
Therefore, since the writers were obliged to manufacture 
(or have manufactured) and/or procure and assemble all 
parts of the equipment, as well as operate the finished 
device, it is believed that a workable design has been 
evolved. 

Some difficulty was experienced in the procurement 
of parts. An attempt was made in the design to specify 
standard items wherever possible since the use of non- 
standard items usually necessitated special fabrication 
methods. However, even though most of the parts used 
were standard, many were utilized for purposes other 
than that for which they were designed by commercial 
manufacturers. For example, the aluminum pipe was used 
as a shaft to transmit torsional moment rather than as 
a conduit subjected to internal pressure. The air hose 
quick couplings are another similar exeimple. 

As mentioned in the Design phase a suitable pulley 
to be used as a torque wheel was not available locally 
primarily because of the large size (20" diameter) 
desired. All pulleys investigated in this size were 
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found to bo too heavy to use. As also presented In 
the Design phase, a sensitive spring balance possessing 
the required range could not be found locally. If a 
hand vrlnch had been used as the apparatus to "Droduce 
the torsional moment, it would have been necessary 
because of its small size to " custom-ouild" it. There- 
fore, the torque wrench arrangement was chosen Instead 
of the wheel. 

The question of whether to braise or weld arose. 

Since welding produces a high heat which would cause 
buckling and warping, and since braising affords a 
strong enough connection, the latter method was employed. 

Several torque wrenches considered were rejected 
even though they had the capacity, because there was no 
practical way in which to modify them to yield the 
required degree of accuracy in reading the scale. This 
was particularly true of those with enclosed dials. The 
torque wrench finally selected is similar to those 
normally used in automobile repair shops or other 
industrial organizations. It was a relatively simple 
matter to adapt this wrench to the writers' needs. 

Most portions of this vane equipment can be 
fabricated by semi-skilled or unskilled personnel. 

Certain parts such as the piece connecting the vane 
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shaft and vane should be cut by a machinist. Metal 
burning and braising should be done by experienced 
oersonnel. The carpentry work, pipe-cutting and 
threading, strain plate fabrication, and certain 
assembly work can be done by other than skilled 
workers. 

It is realized that the items mentioned above 
may seem to be of minor importance. However, it is 
honed that a brief discussion of some of the fab- 
rication problems encountered by the writers may be 
of some assistance to others desiring to manufacture, 
or have manufactured, similar equipment. 

Photographs of the writers' completely fabricated 
vane testing equipment along with necessary access- 
ories are shown by Figure ?• 








Completely Fabricated Equipment 



FI&URE - 7 
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PREPARATION AND USE OF EQUIPMENT 
(A) TORQUE V/RENCH CALIBRATION 

Because the divisions on the scale provided 
on the torque wrench permitted relatively rough 
readings only, an extensometer was attached to it. 

As stated under "Design", this instrument permits 
readings to the nearest 1.2 inch pounds, whereas 
the torque wrench scale is graduated to be read to 
the nearest 6o inch pounds. 

In order to enable conversion of extensometer 
dial readings to inch pounds, (and further to pounds 
per square foot), it was necessary to calibrate the 
extensometer dial. This calibration was accomplished 
by means of a torque measuring machine. The wrench 
was placed in this machine and subjected to various 
torques, increasing from zero to the upper limit of 
the dial (1000 units) in increments of 20 units. For 
each dial reading a corresponding torque machine meter 
reading in inch pounds was recorded. 

Several trials vrere made to provide a verification 
of the first calibration. Discrepancies occurred in 
the lower ranges (0-200 inch pounds). In order to 
obtain accurate values for this range, a procedure was 
employed utilizing various weights suspended from the 
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free (handle) end of the torque wrench, the opposite 
end of which was held rigidly in a vise. 

From the results of the tests described above, 
calibration curves were plotted vrlth inch pounds 
as the ordinates and dial readings as the abscissas. 
These curves, which are plotted for 200 dial units 
per sheet to give a larger scale, are presented 
herein by Figure 8. 

(B) FIELD PROCEDURE 

The writers designed the vane equipment with 
the thought that it could in its entirety be trans- 
ported by station wagon (or automobile if necessary), 
easily carried to and from the vehicle to the site 
and operated by two men. The weight of the loaded 
carrying case is approximately 250 pounds. The base 
nlate weighs about 35 pounds and the pipe lengths 
carried in the sling along with hand tools (auger, 
shovel, crow-bar, etc.) weigh about 50 pounds. In the 
field tests made by the writers, all gear was trans- 
ported in an automobile, carried to and from test 
sites and or>erated by theme 

A description of the normal use of this equipment 
with auger holes, follows, '//hen the test site has 
been selected, a hole is dug to a depth of 30" less 
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than the depth at which the soil shear strength is 
desired. The base plate is then centered over the 
hole and anchors inserted and driven. With a 
vertical hole it is necessary to level the base plate 
by the use of dunnage and shims. Next, the strain 
■olate and stand (4” drive pipe) is mounted on the 
base plate by coupling the stand and base-plate 
flange. With a 3 " or smaller vane, the vane shaft is 
connected to the required length or lengths by Joining 
at quick couplings, and is then lowered through the 
pine stand into the hole. This Joining may be done 
by connecting the lengths one at a time Just above 
the strain plate and lowering the assembly section by 
section, or, if the full length of shaft is not too 
great (say 15 ' or less) then it can be completely 
coupled in a horizontal position, raised to the vertical 
position and lowered into the hole. 

After the total desired length of shaft is 
assembled, the bearing plate shaft is connected. The 
vane is, at that point, resting on the bottom of the 
hole ready for penetration. In this position the 
bearing plate is about 30 " above the strain plate. The 
bearing plate is then lowered to the elevation of the 
strain plate and secured to it by means of threading 
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nuts on studs attached to the strain plate. In certain 
soils oenetratlon may be done by the weight of one's 
body, but ordinarily jacking Is required. This may 
be accomplished with an automobile bumper jack or 
similar device. A built-in- jack recommended for 
use instead of a bumper jack Is described under part 
(B) of " Discussion " . 

It Is believed that driving the vane into the 
soil by sledge hammer or other similar means would be 
detrimental to test work. The vibrations accompanying 
such driving would probably cause undue disturbance of 
the soil in the region adjacent to the vane. 

•Chen the bearing plate has been secured, the 
torque vrrench is attached at the top of the pipe 
shaft. The relative position of the wrench so placed 
vrlll determine the location of the ready-bolt bracket, 
v/^hich is then mounted on the strain plate. A small 
socket wrench may be used for both this and the bear- 
ing plate connections. To i:)revent excessive move- 
ment of the unsupported end of the strain plate, a 
wood block is used as a brace between the strain plate 
and base olate. With the completion of the above 
steps, the equipment is ready for operation. 
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One man records the extenaometer dial readings 
corresponding to strain readings. These strain 
readings are normally taken In Increments of tv;o 
degrees for vane tests, and five or six degrees for 
dummy rod and remolded tests. When the Initial strain 
reading Is established by the torque wrench position, 
the strain readings may be recorded in advance for a 
range of about 45 degrees; if this Is done then only 
the extenaometer dial readings corresponding to the 
•oredetermined strain readings need actually be record- 
ed during a test. Recording is done on a "Vane Test 
Data" sheet prepared for that purpose. Some typical 
test results are provided by Table 3» The right 
hand -oortlon of the Vane Test Data sheet, which Is 
self-explanatory, should be filled in prior to each 
test., A brief description of the color, texture, 
etc. of the soil may be entered under "Remarks". 

A profile of each hole and plan view of each test 
site giving the location of holes should be prepared 
as tests are made. This record is of considerable 
value in the correlation of test data. It is suggested 
that this information be recorded in a field note book 
such as a transit note book. Typical examples are 
shown by Figures 9 - Hi inclusive. 
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vane TEST DATA TEST No. 0» 

Test Conducted 3y: , 



CLu ^ /-/A7 /'/ 



Date /9^3 

Location : 

Station O o a C'/■^ Lakl- 
Q<./rL.er f A/<r<^ Yc/^k /7V/(fc / < }f 
City No/im o/- S' cc/j(= 
County O ^ O (9^ 

State /V <£'n/ Yoy^/<, 

Sole Ho. ‘'^3/=’ -3 
Depth 



/<9 



Sample No .3 - - -f , /c ' 



Vane . , • 

Lax. Dial Reading 






// 



Tare Dial Reading 
Duram V Test No . -5“ - / 99 • 
S - '2-J O 



Ilax. Torque 
Constant 
Max. Shear 
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/ 3S 



/ S3 
/4>3 
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ilax. Shear From: TLbs/sq.ft.) 

(1) Triaxial Test 

( 2 ) Unconf ined Compression 



(3)Direct Shear 
‘Remarks : 



(/.) /^/^G 0^5 /yj/q 

u(=r “i trA/ 



s-/fa )S -zSS 
c/se'j TA/^<^ -CcTz-l 

TYPICAL FIELD NOTES 
TABLE - 3 
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The other part of the actual testing operation 
Is that of turning the hand crank at a predetermined 
rate of one revolution every four seconds. Contin- 
uous stop-vratch timing may be used at first, but 
after some practice can be diminished to periodic 
checking. If the nature of the soil Is such, or 
the original position of the wrench Is such, that the 
ready-bolt travels to Its limit, then the man operating 
the cratik must continue the rotation by hand until 
shear occurs. In doing this he should attempt to 
turn the torque wrench at approximately the same rate 
as with the ready-bolt. He must also watch for 
excessive slippage of the equipment; this Is detected 
by a sudden drop in the torque wrench extensoraeter dial 
reading with no change in the rate of load application. 
This type of drop in reading is usually much more 
rapid. than the gradual drop which occurs during actual 
shear. Local failures in the soil surrounding the 
vane may occur before actual shear failure. However, 
a sudden drop in dial readings due to this latter 
phenomenon will, not ordinarily be as pronounced as that 
due to slippage. Although slippage will ordinarily 
simply result in several scattered points on the 
stress-strain curves, If It occurs near the failure 
point it may invalidate that entire test. 
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If a remolded shear strength value Is desired, 
it should be obtained at the completion of the 
regular vane test. This is done by rotating the vane 
shaft (in the same direction as the test) five or 
six times fairly rapidly to cause remolding and then 
following the above described test procedure. For 
remolded tests it is usually satisfactory to turn 
the torque . wench by hand rather than reengage the 
ready-bolt. 

Dummy rod tests should be run at approximately 
the same depths as regular vane tests if possible. 
However, with a relatively homogeneous soil, alter- 
nating dummy rod tests with vane tests may provide 
sufficiently accurate tare values. In stratified 
soils it is prudent to make dummy tests in a hole 
adjacent to the vane test. The decision of dummy rod 
test frequency must necessarily depend upon the 
experience and judgment of the operators. As a word 
of caution it should be stated that if a dummy test is 
made, the hole should be excavated to a point below 
the elevation of the tip of the dummy rod before 
another vane test is made. In other words, if the 
vane shaft is placed in the hole made by the pene- 
tration of the dummy rod (as opposed to the larger 
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hole made by the auger), the shear strength recorded 
will he too low. This is due to the fact that the 
adhesion of the soil on the vane shaft would bo less 
than if the vane shaft were thrust into undisturbed 
soil. 

Vane tests using the 4 " vane are carried out in 
the same manner as described above except that the 
vane must bo lowered into the hole before the base 
plate assembly is centered over the hole. It is 
convenient to lower the 4 " vane and all connected pipe 
lengths into the hole until the vane is resting on the 
bottom of the excavated portion of the hole, and 
then place the base plate assembly in position, after 
which the bearing plate and bearing plate shaft 
assembly is. attached. The vane is then ready for 
penetration. 

To use the equipment in cased holes the strain 
plate and stand is coupled to the top section of the 
4" drive pipe casing instead of to the base plate. 

Vanes of 3", diameter and less may be used with this 
size casing. Allowance must be made for height of 
casing above ground and for bracing the strain plate to 
prevent its turning on the casing and to keep the 
casing from turning during tests. Otherwise, operation 
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with drive pipe casings is no different from that 
with the base plate. 

Referring back to actual test procedure, there 
are certain steps to be taken at the completion of 
each field test in order that the shear strength 
value may be determined. The strain readings for 
vane, remolded, and dummy rod tests arc converted to 
the common base of zero. Stress-strain curves are then 
plotted with extcnsometer dial readings (inches X 10~3) 
as the ordinates and strain readings (degrees) as the 
abscissas. The results of several tests may be plotted 
on the same graph. Some typical stress-strain curves 
are provided by F:gures 13 - l6 inclusive. 

The maximum dial reading is obtained from the 
stess-straln curve plotted from field test data. This 
is done by determining the point at which a horizontal 
line is tangent to the highest portion of the curve. 

The tare dial reading for the same amount of strain is 
found from the appropriate dummy rod test st ess-strain 
curve in the same manner. Subtracting the tare dial 
reading from the maximum (gross) dial reading provides 
the maximum net dial reading value. The torque wrench 
calibration curve (Figure 8) is then entered , with 
the latter reading as the abscissa, and the corresponding 
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torquc reading in inch pounde la recorded on the 
Data sheet. To obtain the maximum shear value in 
lbs. /sq.ft., the maximum torque reading is multi- 
plied by a pre-deternlned constant (1.455 for the 
3" vane) which depends on the diameter of the vane 
and assumed stress distribution as explained in 
" Preliminary Investigations ” . 

(C) TE-^TS 

After completion of the fabrication phase of 
the vane testing equipment, it was intended to make 
such field tests as time permitted for the purpose of 
testing its mechanical operation, and if possible, to 
calibrate it by comparing field test data with 
laboratory tost results. A summary of tests performed 



is as follows: 








No. Vane 


(No. Remolded 


No Dummy 


Total No. 


Location Tests 


Tests ) 


Tests 


Tests 


New R.P.I. 
dormitory 
area 5 


(4) 


2 


7 


Syracuse- 
Oswego Blvd. 10 


(7) 


3 


13 


Syracuse- 

Onondaga 

Lake Outlet 10 


(2) 


3 


13 


(1) Preliminary 


- To permit 


the writers 


to become 



accustomed to operating the equipment under actual 
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field conditions, and to test mechanical operation 
of the apparatus, soverl tests were conducted in an 
area Just west of Burdett Ave., and Just south of 
the new Rensselaer Polytechnic Institute dormitory 
construction project area in Troy, Of the total 
n-xiber of tests made, five were vane, and two wore 
dummy rod tests » The predominant material encountered 
wan a r latively stiff, dense, blue clay known as 
Albany Olay (per Mr. Hofmann, Nev; York State Soil 
Mechanics Laboratory, Latham, N. Y,). No particular 
mechanical difficulties were experienced except those 
encountered in Jacking the vane in and out of the soil« 
When an attempt was made to Jack the vane into a 
dense mixture of sand and clay ( Just above the blue 
clay layer) it was found practically impossible to 
do so, A tost made in the transition zone between 
this fill material and the blue clay indicated that 
its shear strength was considerably above the 1000 
lbs. /sq.ft, limit of the 3” vane, since the stress 
built up rapidly to the maximum dial reading, beyond 
which point the test could not be continued. This is 
believed to bo a logical explanation of the inability 
to penetrate this typo of soil vrith the vane using 
ordinary Jacking methods. As a result of this 
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problem, the bottom edges of the 3" vane blades 
’vere ground to a V-shape to facilitate penetration. 

A profile and plan view of the area in which 
the tests were conducted in the Albany Clay is 
afforded by Figure 9» Typical stress-strain curves 
for these tests are shown in Figure 13. This figure 
provides a comparison of the characteristics of vane, 
remolded and dummy rod test curves. Photographs of 
certain field operations comprise Figure 12, 

(2) Final - It was recognized at the outset 
by the writers that cs.libration of the equipment by 
means of comparison of field results with laboratory 
tests would ordinarily involve more time than the 
thesis period allowed if they were to attempt both 
of these functions, and that they might not bo able 
to even attempt that phase of the work. However, 
fortunately the opportunity presented itself for the 
writers to operate the vane equipment in conjunction 
with sampling and laboratory tests being conducted by 
the Mew York State Department of Public Morks Soil 
Mechanics Laboratory at several . sites near Syracuse, 
N.Y. of the new thruvmy project. 

The first site at which tests were made was 
located in the Oswego Boulevard arterial area. Vane 
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teate were made alternately with undisturbed samples 
taken by the State from a drive-pipe casing. 

Another casing was driven about A' from the first and 
dummy rod tests were made in that casing. In 
addition, several holes were excavated by auger in an 
area approximately 30 feet away from the casing 
location and vane and dummy rod tests conducted for 
the purpose of comparison with results obtained in the 
casing. Tests in the Oswego Boulevard area v/ere 
completed in one and one half working days. A profile 
and plan view of this area is given by Figure 10. 

A stress-strain curve of vane and remolded tests 
made at a depth of 10 feet is provided by Figure l4. 

On the third and last day of the field trip, 
tests vrero made in the OnOndaga Lake Outlet area 
about 8 miles north of Syracuse, Four holes were 
laid out , one at each corner of a square having an 
eight foot diagonal, and one hole was located in the 
center of the square. It was intended to use one of 
the four outer holes for dummy rod tests (at the same 
deoths as regular vane tests), two for vane tests, and 
the remaining one for vane and remolded tests. The hole 
in the center was to be used by the State for continuous 
sampling by Shelby Tube. The object of the above- 
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described grouping of holes was to enable the 
writers to obtain as close correlation as possible 
between the results of field vane tests and 
those of laboratory tests made on undisturbed samples 
taken in adjacent holes at the same depth, 

A profile plan view of the Onondaga Lake 

Outlet test site is afforded by Figure 11, The 
results of typical vane and dummy rod tests arc 
plotted as shovm in Figures 15 and l6 rcspcctivoly» 
Samoles from both the Oswego Boulevard and 
Onondaga Lake Outlet areas v;ere taken to the Nevr York 
State Soil Mechanics Laboratory, Latham, N.Y, x>fhcre 
shear tests were made on those samples vrhorcin it 
was possible to do so. In some 2 :>ortlons of the samples 
transported to the laboratory, the structure had been 
so disturbed that performing shear tests on that 
portion was impracticable. 

It was originally believed that the type of 
soil in the two Syracuse areas vfould render vane test 
results which could easily be correlated vrlth 
laboratory results. However, the material encountered 
was a gray, loose, non-horaogeneous marl of high 
calcium (shell) content containing a large percentage 
of fines and secondary calcium-carbonate-ccraented 
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partloles, ranging from gritty to a t-oft, plastic 
texture. Accordingly, because the raatcPlal encountered 
was so easily disturbed, as Indicated by comparison 
of field and laboratory tests, the object of these 
field tests was necessarily revised from calibration 
tests to another phase of the study of vane equipment, 
namely an Investigation of the effects of partial 
disturbance of soil due to sampling methods, trans- 
portation and manipulation* It Is considered by the 
writers, after witnessing the soil sampling and 
making a visual determination of Its physical properties, 
that there was considerable disturbance of the 
structure of the marl due to sampling and other 
necessary handling. This statement Is made without 
any Intention of reflection on the care taken In 
these handling functions, as It Is felt that every 
possible means of preventing disturbance was taken. It 
is intended to point out, on the other hand, that 
partial disturbance could not be avoided and that 
field and laboratory test results should be compared 
keeping this consideration in mind. This matter is 
treated in more detail in the "Test Data" portion of 
the "Discussion" t>art of this thesis. 
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DISCUSSION 



(A) TEST DATA 

(1) C-eneral . All tests wore performed for the 
oriraary purpose of checking the design and operation of 
the equipment and. secondly, to use in certain invest- 
igations and analysis such tests as time would allow. 

As oreviously stated under "Design", the 
mechanical operation indicated that the design was of a 
sound nature. The data obtained from the tests can now 
be qualitatively analyzed. 

(2) Stress Strain Curves . The test data has 
been plotted with dial readings versus degrees of 
rotation. The dial reading has a direct relationship 
with the torsional moment (see "Preparation and Use of 
Equipment"), This reading then, represents the stress 
applied. The degrees of rotation represent the strain. 
Thus the plot is essentially a stress strain curve. 

It should be noted, however, that the strain 
Includes the total angle of rotation, i.e. the twist in 
the shaft and the rotation of the vane. These curves, 
therefore, do not reflect the Instantaneous stress strain 
relationship in the soil. This Information is obtained 
from the basic data by manipulations similar to those 
used to develop curves of Figure 4. The maximum dial 
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reading, does d;' rectly represent the force on the failure 
surface. This may be understood more clearly by use 
of the following sketch. 



It is seen that no matter what amount of rotation 
exists, the energy put into the system reflects itself 
in exactly the same amount in all cases, that is, the 
yield (failure) point of all curves for any one par- 
ticular test, regardless of rotation, is the same. 

The variation lies in the slope of the curves before 
/ the yield point. 

The appearance of these stress strain curves 
yields the definite conclusion that the method chosen 
to measure the stress and strain is satisfactory, A 
study of these curves (see Figures 13-16 which are 
typical curves) reveals the following: 



(a) That there is a certain amount of irregularity 
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in the ourvcs at low strains. This sccras to be 
more pronounced in marl than in the blue clay. The 
reasons for these irregularities arc mainly two 
fold and are believed to be as follows: 

(I) A small slippage in the equipment in 
adjusting itself to the stress. 

(II) Small immediate local failures of the 
soil adjacent to the vane blades. All tests were 
run below the water table. As the vane was pene- 
trated into the undisturbed soil, which varied in 
moisture content, water followed the vane blades 
and shaft. This water immediately adjacent to the 
blades changes the characteristics of small portions 
of the soil allowing local failures to take place 
immediately after a stress la applied. In addition 
to the above, a small portion of the soil adjacent to 
the vane blades is also disturbed further contrib- 
uting to local shear failures. Because of the 

water accumulation adjacent to the blades of the vane, 
every test should be started as soon as possible after 
penetration. Depending on the typo of material, an 
appreciable delay may affect the results of the test. 
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(b) That the Albany Clay builds up stress 
more rapidly than docs the narl, that is, the slope 
of the portion of the stress strain curve preceding 
the yield point is steeper for tne clay. It is the 
opinion of the vrriters that the slow increase in 
stress with increasing strain in the marl is caused 

by a primary consolidation without appreciable increase 
in stress, 

(c) That the marl fails at a much larger strain 
than does the Albany clay due to the characteristics 
mentioned in (b) above. 

(d) That the curves for the clay seem to drop 
off rapidly after the yield point, but in the case of 
marl descend very gradually. In fact, in the marl 
the value of stress at the yield point remains the 

same over a relatively large strain producing a straight 
line or very flat curve. An explanation of this may 
bo obtained through an analysis of the difference in 
materials. The clay, for instance, has developed its 
shear strength mostly through cohesive forces. As 
soon as the cohesive force is destroyed by the vane, 
little resistance remains and the stress strain curve 
falls off rapidly. The marl, on the other hand, is 
somewhat granular. When the yield point is reached, 
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that is, the soil has sheared, a large degree of 
frictional resistance stilD exists on the failure 
surface. This frictional resistance is mainly the 
tendency for grains to Interlock on the failure sur- 
face . 

(3) Comparison of results . Figures 1? and 18 
represent results and properties of material encountered. 
As was stated in " Preparation and Use of Equipment " , 
only certain typical curves were included in the 
thesis. Results of all tests, arc presented in 
Figure 17, with the exception of the preliminary 
operational tests. 

It can be seen from Figure 17 that the strength 
values of the remolded vane tests and the Unconfined 
Compression (laboratory) test in the marl are in 
close agreement. This particular fact illustrates the 
very groat advantage of the vane equipment in its 
ability to obtain as close to an undisturbed shear 
strength value as is possible. Marl is a material 
which is very easily disturbed. This fact was 
realized, but the degree of disturbance was not known. 
From this data it is possible to determine what 
degree of disturbance is produced in obtaining a 
sample by means of a Shelby Tube, transporting it and 
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handling it during laboratory tests . Since all of 
the tests were conducted in marl, an average of all 
values will be used to determine the degree of 
disturbance. This analysis follows; 

Average shear value from unconfined compression 
equals 122 lbs, per sq, ft. 

Average shear value from remolded tests equals 
78 lbs, per sq, ft. 

Average . shear value. from vane tests equals 
4oo lbs, per sq, ft. 

Assuming that the vane test is conducted with 
zero disturbance and that the remolded test represents 
100^ disturbance j then the per cent or degree of 
disturbance of the sample is equal to 



The s.bovc percentage could be classified as a 
disturbance factoT, 

The value of the shear strength iP altered by 




X 100 = 86.4^ 



400 - 122 
400 



X 100 = 69,5/^ 
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The remolded shear strength values v/ere cal- 
culated as shown In Table 4. In order to make these 
calculations an assumption vras made that the "tare" 
dial reading to apply to the remolded test was in the 
same ratio to the remolded reading as the original 
"tare" (dummy rod) reading was to the vane test. This 
assumption was necessary since no dummy rod remolded 
tests were taken. 

Different sized vanes were used for different 
strength soils. It is interesting to note that the 
4" vane produced a very smooth stress strain curve 
as compared with the 3" vane in soils with a shear 
strength of about 200 Ibs./sq.ft, and less. The 4" 
vane in this very soft material shows no early local 
failures such as were experienced by the 3" vane. 

Although a 2" vane was not used by the writers, it is 
felt that in high strength soils (see " Design " ) that 
this site vane would produce equally satisfactory 
results. The 2" vane may also produce very good results 
in non cohesive materials, 

A comparison of vane tests at the same depth in 
adjacent holes shows very little deviation in results. 
This can be seen in Figure 1?. This was a further 
indication to the writers that the equipment as designed, 
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and with the asaiimptions and theory used would render 
consistent results. This close comparison shows that 
it is possible to obtain a very fine calibration for 
all materials where correct shear strengths can be 
determined in the laboratory. It was assumed by the 
writers that the calibration constant to be used in the 
marl was one. The calibration constant of 1.05 has been 
used by Skempton for all materials above 4o foot depths. 

Figure 18 represents the plot of certain properties 
of the marl at various depths. This figure allows 
comparison of these various properties with the 
appropriate shear strengths obtained by the vane and 
unconfined compression tests. No studies of this data 
has been made by the writers due to time limitations. 

It is felt that with more tests and additional compar- 
isons a more accurate study of trends could be made. 

Although the area near Burdett Avenue was used 
mainly for mechanical operational tests, the material 
encountered (Albany Clay) and the results obtained 
allow some comparison and study. The approximate general 
strength of this clay is known, as it is a soil which 
prevails in a rather large area throughout Troy and 
Albany and adjacent lands. Since the material is of 
such a nature that an unconfined compression test can 
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t)roduce very satisfactory laboratory results , a 
comparison Hlth the generally accepted shear strength 
value and the shear strength obtained by the vane can 
be raadCe The generally accepted shear strength value 
Is 500 to 600 lbs. /sq.ft. The average value of 2 
tests with a 3 ” vane yields a shear strength value of 
564 lbs. /sq.ft. 

The curves provided In Figures 17 and 18 were 
plotted from values tabulated In Table 5. and 6 . 

(B) SUGGESTED FUTURE DEVELOPMENTS AND STUDIES 

( 1 ) Equipment . For a detailed list of suggested 
minor Improvements to and development of equipment 
see " DESIGN . CONCLUSIONS . » A list of additional 
Improvements follow; 

(a) Jacking mechanism: As was previously 

stated the jacking method used by the writers consisted 
of wire rope slings and an automobile bumper Jack, 
Although this method proved satisfactory for the small 
mmiber of tests taken, the use of a more efficient and 
less time-consuming method is thought desirable. The 
Jacking system could be designed with the idea in 
mind of using a screw Jack supported oa the 4" pipe 
immediately below the strain plate. The bearing plate 
should be equipped with a cap for applying a force with 
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the screw jac’c from above (for penetration) , and a 
sling which could be secured to the lower end of the 
screw for jacking the shaft upward. Adequate clear- 
ance above the strain plate should be provided for 
penetration and removal. Experience of the writers 
indicated that this clearance should be about 24 
inches. 

(b) Anchors to base plate: The anchors designed 

by the writers prevented rotation at the plate, but 
during Jacking they did not prevent lifting. It is, 
therefore, suggested that other ty^e anchors be 
investigated, such as. small aircraft tie down anchors. 

(c) Placement of stand over 4 " (drive pipe) 
casing: The coupling of the strain plate stand to the 
drive pipe casing produced several problems such as 
casing turnlngo To alleviate this problem it is 
suggested to provide a larger pipe stand allowing the 
placement of the base plate and stand over the casing, 
anchoring the plate and conducting the test in a very 
similar manner as the tests in a hand auger hole, 

(2) Investigations . After accomplishing the above 
suggested improvements to the equipment developed by 
the writers, certain additional investigations could be 
conducted. These suggested studies along with studies 
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contcrnplated by tho writers but not conducted due to 
time limitations are listed below; 

(a) The effect on the calibration of the vane of 
blade shapes other than rectangular, 

(b) Calibration of the vane (using existing vanes) 
In a type of soil which will yield laboratory shear 
strength results that will be more nearly representative 
of natural conditions. In addition to this, calibration 
tests In other than highly cohesive materials should be 
run in order to ascertain the actual diversity of this 
equipment. From the results obtained by the writers it 
is felt that the limitation originally stipulated of 
use in soft, fine grained, cohesive soils can be al.tered 
to embrace a much broader scope, 

(c) A comparison of strengths by vane and uncon- 
fined compression tests versus moisture content^ 
natural wet density, etc, 

(d) The feasibility of using vane test results 
for determining the elastic properties of soil 
(consolidation and settlement analysis). The writers 
feel quite strongly that it may be possible to use 
this equipment for such an analysis (see Fig, 4), The 
Swedish report also indicated this possibility. 
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(e) The feasibility of using the vane testing 
equipment for traff iclbility studies. Such studies 
would consist of testing the shear strengths of the 
soil in situ at very shallow depths to determine what 
surface treatment might be necessary for light, 
medium or heavy traffic. (See Bibliography (^)). 

(C) CONCLUSIONS 

It is felt that the results obtained proved to 
be satisfactory, and that they tend to show the 
possible diversity of the equipment. However, more 
tests are required to fully substantiate this statement. 
With minor alterations and improvements many tests 
could be conducted over a rels.tively short period of 



time . 
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CONCLirSIONS 

1. The vane testing equipment, as designed and 
fabricated is considered to be a useful device in 
determining the shear strength of soils in situ. 

It is recognized, however, that in order to make 
practical use of this or similar equipment, l.ec 

for other than experimental work, it will be necessary 
to further calibrate iti 

2. This equipment can be utilized to determine the 
actual shear strength of certain types of soil which 
otherwise cannot be tested in the laboratory as 
truly undisturbed soil because of unavoidable dis- 
turbance through sampling. In addition, it can be 
used to measure the effects of this disturbance. 

Such effects were measured by the writers and results 
thereof included in this thesis, 

3. Since the time required to conduct a vane test is 
considerably less than that necessary for sampling and 
laboratory tests, vane testing equipment has a 
definite economic advantage. It is the opinion of 
the writers that this fact will eventually lead to 
more thorough foundation investigations. 
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